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Abstract. The Total Carbon Column Observing Network
(TCCON) has become the standard for long-term column-
averaged measurements of CO2 and CH4. Here, we use a
pair of portable spectrometers to test for intra-network bias
among the four currently operating TCCON sites in the
United States (US). A previous analytical error analysis has
suggested that the maximum 2σ site-to-site relative (abso-
lute) bias of TCCON should be less than 0.2 % (0.8 ppm) in
XCO2 and 0.4 % (7 ppb) in XCH4 . We find here experimen-
tally that the 95 % confidence intervals for maximum pair-
wise site-to-site bias among the four US TCCON sites are
0.05–0.14 % for XCO2 and 0.08–0.24 % for XCH4 . This is
close to the limit of the bias we can detect using this method-
ology.
1 Introduction
The Total Carbon Column Observing Network (TCCON)
is a network of ground-based spectrometers that record
near infrared (IR) direct solar spectra from which column
abundances of greenhouse gases are retrieved (Wunch et
al., 2011b, 2015). Column average dry-air mole fractions
(DMFs, or Xgas where “gas” is the species of interest) mea-
sured by multiple TCCON sites are used to evaluate Xgas
retrievals from satellite measurements (for example, Dils et
al., 2014; Kulawik et al., 2016; Nguyen et al., 2014; Wunch
et al., 2011a). TCCON measurements are tied to the World
Meteorological Organization (WMO) in situ trace gas mea-
surement scales through extensive comparisons with in situ
DMF profiles obtained by balloon and aircraft measurements
(Deutscher et al., 2010; Geibel et al., 2012; Messerschmidt et
al., 2011; Washenfelder et al., 2006; Wunch et al., 2010).
For the TCCON to meet the goals of satellite validation
and carbon cycle flux estimates, measurements need be pre-
cise and accurate. Currently, the 2σ single sounding uncer-
tainties of the TCCON are estimated to be 0.8 ppm (0.2 %)
XCO2 and 7 ppb (0.4 %) XCH4 (Wunch et al., 2010). Sys-
tematic errors such as spectral ghosts (Messerschmidt et
al., 2010), pressure offsets, instrument misalignment, or im-
proper fitting of the continuum curvature (Kiel et al., 2016)
can, however, produce systematic biases between sites that
will remain even after averaging many single sounding mea-
surements. An error analysis by Wunch et al. (2015) suggests
that biases of 0.2 % for XCO2 and 0.4 % for XCH4 could ex-
ist in the network even though the retrieval algorithm (GGG)
has undergone continual improvements designed to reduce
such biases.
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In this study we quantify bias in XCO2 and XCH4 among the
four operational TCCON sites in the United States (US) in
2015. These sites were at (1) the California Institute of Tech-
nology (Caltech), Pasadena, California (CA); (2) Armstrong
Flight Research Center (AFRC), Edwards, CA; (3) Lamont,
Oklahoma (OK); and (4) Park Falls, Wisconsin (WI). Bias
quantification was accomplished by comparisons with two
mobile EM27/SUN spectrometers (Gisi et al., 2012). A map
of the US 2015 TCCON sites is shown in Fig. 1. The cam-
paign is described in Sect. 2; the data processing and some
sensitivity tests are described in Sect. 3. Comparisons be-
tween the sites are made in Sect. 4.
2 US TCCON 2015 intercomparability campaign
This campaign involved a comparison of simultaneous side-
by-side measurements from two EM27/SUN instruments
with TCCON measurements. One EM27/SUN instrument is
operated by Caltech and one by Los Alamos National Lab-
oratory (LANL). These instruments have been described in
detail elsewhere (Gisi et al., 2012). Briefly, similar to the TC-
CON spectrometers, they measure direct solar near IR spec-
tra, albeit at a lower resolution (0.5 cm−1 versus 0.02 cm−1).
They include an in-built solar tracker and are small and stable
enough to be easily transported. We also designate them as
mFTSs for mobile Fourier transform spectrometers (mFTSs)
herein. For this study, both mFTSs employed the standard In-
GaAs (indium gallium arsenide) detector. To reduce the po-
tential for drift between the mFTSs, the campaign was com-
pleted within a 5-week period. Based on the lack of drift be-
tween the two mFTSs, we conclude that the retrievals from
their observations are internally precise over this period so
their Xgas measurements can be used as transferable compar-
ison products.
The general strategy of the campaign was to visit each of
the four TCCON sites shown in Fig. 1 and attempt at least
5 days of measurements. Two mFTSs were used so any drift
in their measurements would be noticed. In addition to the
spectrometers, a traveling Coastal Environment Weather Sta-
tion with a ZENO® data logger and Setra barometer was
used for regular meteorological surface measurements at the
AFRC, Lamont, OK, and Park Falls, WI, sites. At Caltech the
on-site ZENO® data logger and Setra barometer were used.
This type of barometer is used at each of the four US TC-
CON sites. The Setra sensor has a resolution of 0.1 hPa and a
stated accuracy of 0.3 hPa. A Paroscientific 765-16B Portable
Barometric Digiquartz® pressure standard with a stated accu-
racy of± 0.08 hPa or better was used as a traveling pressure
standard. The Digiquartz® was compared with each of the
on-site barometers. Surface pressure is important to the Xgas
retrievals because it is used to derive the pressure altitude for
the site.
In Table 1 we present the dates of the campaign as well
as the number of coincident averaged measurements. Oc-
casionally one mFTS recorded significantly fewer spectra
due to unexpected halts during acquisition. This issue was
mostly resolved by updating to the latest firmware pro-
vided by Bruker™ while at AFRC, but it shows an advan-
tage of having multiple mFTS instruments. Our quality con-
trol filters were set after a preliminary look at the data.
For this study our filters included 392 ppm < XCO2 < 404,
1.79 ppm < XCH4 < 1.865 ppm, and solar variation < 0.5 %
within an interferogram. Prior to the campaign several of
the TCCON sites used a mercury manometer as an absolute
pressure reference. In the comparisons shown here, the cur-
rent version of the public TCCON data (R0 for Park Falls,
R1 for all others) are used where the surface pressure mea-
surements at all sites are tied to the Digiquartz® (Iraci et al.,
2014; Wennberg et al., 2014a, b, c). The mFTSs used the me-
teorological data from the Caltech on-site station or from the
traveling Setra barometer with offsets applied to match the
Digiquartz®.
2.1 Site characteristics – Caltech
The Caltech site is located in Pasadena, CA (34.136◦ N,
118.127◦W; 240 m a.s.l.), in the California South Coast Air
Basin (SoCAB). Pasadena is in an urban environment where
there are large diurnal variations of Xgas pollutants because
of emissions and advection (Wunch et al., 2009, 2016). Emis-
sions from the basin are estimated to be 167 Tg CO2 yr−1 and
448± 91 Gg CH4 yr−1 (Wunch et al., 2016). Pasadena is lo-
cated towards the northern end of the basin, which is bounded
by mountains. Two additional sides of the basin are also
bounded by mountains, and the other side is bounded by the
Pacific Ocean. General conditions during the August 2015
campaign were mostly clear skies with some cirrus clouds.
We treat 2 different weeks at Caltech separately to estimate
the limits of our methodology. The mean measured daytime
XH2O for both weeks was 3540± 840 ppm (1σ).
2.2 Site characteristics – AFRC
The AFRC (also called Dryden or Edwards) is located in the
Mojave desert at 34.960◦ N, 117.881◦W (700 m a.s.l). It is
approximately 100 km north of Caltech and 100 km east of
Bakersfield, CA. AFRC is on a military base, but the sur-
rounding area is much less densely populated than the So-
CAB. The area is mostly flat and devoid of vegetation. Gen-
eral conditions here during the campaign were cloud free
with daytime surface temperatures of 36.4+4.0−13.2 ◦C (95 %
confidence intervals, or CI) and a mean measured daytime
XH2O of 2640± 250 ppm (1σ).
2.3 Site characteristics – Lamont
The Lamont, OK, site is located in an agricultural region that
is mostly flat with some rolling hills (36.604◦ N, 97.486◦W;
320 m a.s.l.). It is situated on the Atmospheric Radiation
Measurement (ARM) Southern Great Plains (SGP) site. The
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Figure 1. Map of the United States with TCCON sites that were active in 2015 labeled. Normalized difference vegetation index (NDVI) from
Terra MODIS (Moderate Resolution Imaging Spectrometer; Didan, 2015) and nightlights from VIIS (Visible Infrared Imaging Radiometer
Suite) in red are shown for September 2015.
Table 1. Number of measurements prior to any filtering.
Site Dates No. No. CIT No. LANL No. Co.∗
TCCON mFTS mFTS
Caltech-1 10 Aug–15 Aug 708 22 338 18 119 145
AFRC 17 Aug–21 Aug 1831 31 980 22 402 283
Caltech-2 22 Aug–28 Aug 740 26 406 22 382 269
Lamont 31 Aug–4 Sep 1146 31 814 32 454 250
Park Falls-1 7 Sep–11 Sep 369 14 820 13 746 79
Park Falls-2 12 Sep 187 6018 6130 44
∗ Co. indicates 10 min averaged two-way coincident mFTS and TCCON data points.
surrounding area is sparsely populated. During the campaign
cumulus clouds were present covering from less than 5 % to
approximately 40 % of the sky. The mean measured daytime
XH2O for the campaign week was 5080± 890 ppm (1σ).
2.4 Site characteristics – Park Falls
The Park Falls, WI, TCCON site has been described in more
detail elsewhere (Washenfelder et al., 2006). Briefly, the site
is in a sparsely populated but heavily forested region with
low topographic relief (45.945◦ N, 90.273◦W; 473 m a.s.l.).
Conditions were highly variable, ranging from nearly cloud
free to full coverage by stratocumulus clouds. Despite plan-
ning more days at this site, the often cloudy conditions con-
tributed to collecting the least amount of data. On 11 Septem-
ber 2015, the TCCON IFS 125HR instrument was realigned
as part of routine maintenance. We treat the days before and
the day after alignment separately. The mean measured day-
time XH2O was 2480± 750 ppm (1σ) for this period.
3 Data processing and sensitivity tests
Parker et al. (2015) reported on the comparability of the
mFTSs Xgas products during the campaign and did not report
any drift between them. The modulation efficiency (ME) at
maximum optical path difference (MOPD) was reported to
be 0.997–0.999 for the LANL mFTS throughout the cam-
paign. The reported ME at MOPD for the Caltech mFTS
was lower and more variable, though it is unclear whether
or not this variation was due to error in the characterization.
A combined mFTS comparison product was created using
an unweighted average of the measurements from the two
spectrometers based on the recommendations of Parker et
al. (2015). This reduces the drift (if any) by one of the instru-
ments. The observed biases of 0.05 ppm XCO2 and −1 ppb
XCH4 between the mFTSs were added to the Caltech mFTS
products before combining with the LANL products.
As a first comparison to the mFTS data, no adjustments
to TCCON data are made. These retrievals use the opera-
tional GGG2014 algorithm (Wunch et al., 2015). Retrievals
with the mFTSs are also performed using GGG2014 with the
EGI (EM27/SUN GGG Interferogram processing) suite for
www.atmos-meas-tech.net/10/1481/2017/ Atmos. Meas. Tech., 10, 1481–1493, 2017
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Table 2. Percent changes for T sensitivities at an air mass of 1.5 and a temperature change of +10 K.
XCO2 XCH4
% change TCCON mFTS 1 TCCON mFTS 1
Surf only −0.004 −0.008 0.005 0.005 −0.043 0.048
Surf-925 hPa 0.026 0.014 0.012 0.039 −0.074 0.113
Surf-850 hPa 0.084 0.066 0.018 0.110 −0.093 0.203
Surf-700 hPa 0.141 0.128 0.013 0.171 −0.177 0.347
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Figure 2. Sensitivity of TCCON- and mFTS-retrieved XCO2 (a) and XCH4 (b) to a +10 K change in the planetary boundary layer (surface–
700 hPa) a priori temperature. Green and black points are raw sensitivities, and blue and grey points are their differences during the two times
at Caltech. Points are 10 min averages, n= 397. For XCO2 the TCCON–EM27 differences are small (< 0.15 %) but air mass dependent. For
XCH4 the TCCON–EM27 differences are larger (0.3–0.4 %) but with little air mass dependence. The strong air mass dependence for XCO2
suggests that air mass needs to be taken into account for XCO2 surface temperature error adjustments.
automation purposes (Hedelius et al., 2016). Both the high-
and low-resolution retrievals used the same model pressure,
temperature, altitude, and water profiles (pTz+H2O) gener-
ated from the NCEP/NCAR 2.5◦ reanalysis product (Kalnay
et al., 1996). One profile interpolated to local solar noon is
used per day in GGG2014.
Several sensitivity tests have already been performed for
TCCON retrievals using GGG2014 (Wunch et al., 2015) as
well as for the mFTS retrievals using GGG2014 (Hedelius
et al., 2016). We repeat some tests for data collected at the
Caltech site. To test the sensitivity to the lower tropospheric
temperature, a +10 K change is applied for all levels at or
below 700 hPa. The results are shown in Fig. 2 as a function
of air mass (AM). We do not expect the temperature sensitiv-
ity to be the same for changes over fewer levels. In Table 2
we list changes in XCO2 and XCH4 at an air mass of 1.5 for
temperature changes over different levels. Though the tem-
perature bias at the surface is significant, comparison with
sonde measurements suggest it decreases rapidly with alti-
tude, making a bias of +10 K all the way to 700 hPa highly
unlikely (David Pollard, personal communications, 2016).
4 Comparisons
Because of different spectral resolutions between the TC-
CON instruments (0.02 cm−1) and the traveling spectrome-
ters (0.5 cm−1), we anticipate systematic differences in their
Xgas retrievals (Gisi et al., 2012; Petri et al., 2012). Even
in the absence of instrumental problems, spectroscopic in-
adequacies can cause systematic differences that correlate
with T (temperature) errors, surface pressure errors, and so-
lar zenith angle (SZA; Wunch et al., 2011b). In addition,
the instruments have different averaging kernels (AKs) due
to differences in spectral resolution. Thus, even though we
use the same a priori gas volume mixing ratio and temper-
ature profiles, errors therein will produce differences in the
retrieved Xgas products (e.g., compare Wunch et al., 2015,
and Hedelius et al., 2016). In this section we consider five
reasons why the Xgas products between the two instrument
types (mFTSs and TCCON) may differ.
First, we consider AM-dependent artifacts that arise due to
the effect of spectroscopic errors being resolution dependent.
Second, we consider how surface pressure bias could affect
retrievals, noting that surface pressure bias should be mini-
mal amongst the current US TCCON data because of stan-
dardization to the common traveling Digiquartz® standard.
Third, we consider effects of errors in the a priori tempera-
ture profile on retrievals from higher- versus lower-resolution
Atmos. Meas. Tech., 10, 1481–1493, 2017 www.atmos-meas-tech.net/10/1481/2017/
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Figure 3. Differences between the TCCON and the mFTS products that are unadjusted except overall scale factors have been applied to the
mFTS data (XCO2 : 0.9987; XCH4 : 1.0073). Box plots width represents number of comparison points. They are drawn with the center line as
median; the center box is the middle 50 % range of data and the whiskers are the 90 % range.
spectra. Fourth, we consider the effects of differences in sen-
sitivity from the AKs. Finally, we mention how a non-ideal
ILS (instrument line shape) may affect retrievals.
4.1 Unadjusted comparisons and AM dependence
The comparisons prior to accounting for differences in tem-
perature sensitivities and AKs are shown as box plots in
Fig. 3 (1= TCCON−mFTS). The mFTS data were scaled
to match the TCCON product and center the difference about
zero, by dividing by scaling factors of 0.9987 for XCO2 and
1.0073 for XCH4 . These factors were based on the TCCON
and mFTS data at all sites and were used in combination
with the TCCON to in situ profiles bias correction (Wunch
et al., 2015). An additional scaling factor is used because re-
trievals from lower-resolution spectra are biased compared to
higher-resolution spectra due to errors in a priori profiles and
spectroscopy (Gisi et al., 2012; Hedelius et al., 2016; Petri et
al., 2012). For the box plots, we use the convention that the
whiskers are 90 % CI.
AM- or SZA-dependent differences may arise due to spec-
troscopic errors (Frey et al., 2015). At higher SZAs sunlight
passes through a longer atmospheric path, which increases
the depth of the measured transmission lines. Spectroscopic
errors can lead to bias that varies with SZA, even in clean
air sites (Wunch et al., 2011b). Though adding in an AM-
dependent correction did not improve the long-term mFTS
to TCCON comparison in previous studies (Hedelius et al.,
2016), here we noted significant AM dependencies. Air-
mass-dependent corrections are accounted for in TCCON
data, but these are developed for the high-resolution obser-
vations (Wunch et al., 2011b). When we attempted to correct
the Xgas from the mFTS measurements as a function of SZA,
we noted significant influences from local sources and sinks,
even at the non-Caltech sites. This complicated the separa-
tion of the spurious effects with AM from true atmospheric
variation. Additional measurements in areas with little atmo-
spheric variation could aid in accounting for AM artifacts
(Klappenbach et al., 2015). In this study, we apply a symmet-
ric basis function to the mFTS products following Eq. (A12)
in Wunch et al. (2011b), with coefficients determined empir-
ically to reduce the overall diurnally varying difference data
between the mFTS and TCCON retrievals. Further, for es-
timates of bias we only use data within ±2 h of local noon
so that comparisons are over similar SZAs at all sites. This
constrains comparison data to have an AM between 1.05 and
1.85 (site means between 1.10 and 1.46). Recent work has
shown residual dependencies on AM that could cause a high
bias of∼ 1 ppb XCH4 between AM 1.10 and 1.46 (Matthaeus
Kiel, personal communications, 2017).
4.2 Surface pressure and temperature considerations
Surface pressure is used in the calculation of the dry-air
column in GGG. It is an input to the retrievals to set the
pressure altitudes of each site. A +1 hPa bias in surface
pressure leads to average biases of approximately +0.036 %
XCO2 and +0.039 % XCH4 , respectively, for 10◦ < SZA < 20◦
and +0.034 % XCO2 and +0.049 % XCH4 , respectively, for
70◦ < SZA < 80◦ (Wunch et al., 2015). Because pressure
measurements are tied to the same Digiquartz® sensor (ac-
curacy of±0.08 hPa), surface pressure errors are expected to
contribute less than 0.01 % to the XCO2 and XCH4 retrievals.
At different temperatures, the distribution of the molecu-
lar J states differs, which can affect the relative strengths of
overlapping lines from different species. In GGG bands are
chosen to be reasonably temperature insensitive by includ-
ing both high and low J lines to average out temperature
sensitivity. In the lower-resolution spectra, lines are less well
resolved. When the algorithm attempts to fit the lines, the
overall fit may still be good even if fits for individual species
are incorrect, but in compensating ways.
We define a temperature error as the a priori surface in-
terpolated temperature minus the measured site temperature.
Histograms of the temperature errors at the different sites are
shown in Fig. 4. In general, NCEP temperatures are typi-
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Figure 4. Histograms of differences in temperature from those used
in the retrievals at the surface (NCEP model) as opposed to the tem-
perature measured at the TCCON sites.
cally cooler than those measured on site. At AFRC the dif-
ference is particularly large: the NCEP reanalysis product
underestimates the surface temperatures by ∼ 10 K at times
in this desert region for this particular week. We also com-
pared interpolated surface temperatures from the European
Centre for Medium-Range Weather Forecasts (ECMWF;
0.125◦× 0.125◦), MERRA-2 (Modern Era Retrospective-
Analysis for Research and Applications), GEOS-5 (Goddard
Earth Observing System Model), and NAM12 (North Ameri-
can Mesoscale Forecast System, 12 km). Model surface tem-
perature is lower than the AFRC TCCON temperature in all
cases, and three of the five models have noon differences of
∼ 10 K. Differences are ∼ 7 K for GEOS-5 and ∼ 5 K for
NAM12. Though error in the measurement may contribute
to part of the T difference, the lower-resolution dynamical
models may have a difficult time reproducing surface T at
AFRC.
To account for error in the a priori temperature profiles
near the surface, we apply two different tests separately. First,
we define the temperature error from the surface to 700 hPa
as equal and apply the results described in Sect. 3. Second,
we apply corrections defining the temperature error sepa-
rately at each level. The error at each level k was defined
as the difference from the NCEP profile potential tempera-
ture θNCEP,k−θmeasured,s (where “s” stands for surface) when
θmeasured,s >θNCEP,k. Thus potential temperatures aloft are al-
ways greater than or equal to θmeasured,s. Both corrections
reduce the diurnal trend of the 1XCH4 and 1XCO2 during
the middle hours of the day but do not significantly alter the
comparisons in the late afternoon. True temperature profiles
are likely different from the NCEP noon profiles. Future re-
leases of GGG will apply a post facto temperature correction
for the lowest 3 km based on temperature-dependent water
lines (Toon et al., 2016b). For future studies, we recommend
adding dedicated sondes as part of the instrument suite for
these field campaigns.
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struments. The LR instruments are more sensitive to changes at the
surface but less sensitive to changes in the stratosphere.
4.3 Averaging kernel differences
AKs (Fig. 5) are different for the 0.02 and 0.5 cm−1 instru-
ments. We apply Eq. (A13) from Wunch et al. (2011a) to the
TCCON Xgas (c) product to reduce the smoothing error (the
contribution of different AKs). We denote the mFTS by sub-
script 1, the TCCON by subscript 2, and the TCCON prod-
uct adjusted to reduce the smoothing error of the mFTS AKs
(AKs) as 1←2.
cˆ1←2 = ca+ (γ2− 1)
∑
j
hja1jxaj (1)
A ˆ represents a retrieved quantity, the subscript “a” denotes
the prior, h is the pressure weighting function described by
Connor et al. (2008), a is the column AK, x is the DMF
a priori profile, and γ is the overall scaling factor applied
to the TCCON a priori profile to obtain the retrieved Xgas.
Both the TCCON and the mFTS use the same a priori pro-
files. In Eq. (1), the TCCON profile γxa is treated as an
approximation to the true atmospheric DMF profile (com-
pare Eq. 3 from Rodgers and Connor, 2003). This is a better
approximation in a sparsely populated location such as La-
mont than at Caltech where local anthropogenic emissions
strongly influence the atmosphere. However, overall the ap-
plication of Eq. (1) only makes differences of 0.00+0.04−0.04 ppm
and 0.01+0.17−0.07 ppb (95 % CI) for XCO2 and XCH4 in this
dataset.
GGG2014 a priori profiles do not take into account local
anthropogenic emissions at the surface. In Fig. 6 we plot the
in situ DMFs of CO2 and CH4 measured near the surface
throughout the day as well as those from the a priori pro-
files used in the GGG2014 retrievals at the Caltech site. The
in situ measurements were recorded using a Picarro cavity
ring down spectrometer, with standardization by comparison
Atmos. Meas. Tech., 10, 1481–1493, 2017 www.atmos-meas-tech.net/10/1481/2017/
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Figure 6. (a) Diurnal variation of in situ DMFs measured near the
surface at Caltech on the days of TCCON to mFTS comparisons. A
priori surface values are marked by an “x” at noon. (b) GGG2014 a
priori profiles used in the retrievals, with lower CO2 and CH4 than
was measured near the surface. Surface pressure is indicated by the
dashed line.
to three NOAA (National Oceanic and Atmospheric Admin-
istration) standards every 23 h. Given the intense local emis-
sions, the measured in situ DMFs are significantly larger than
the a priori near the surface. Using the same assumptions as
Hedelius et al. (2016), the Xgas retrievals for two instruments
in a polluted environment where the true and a priori profiles
differ only at the surface are related by
cˆ1 = a1,s
a2,s
[
cˆ2− ca
]+ ca. (2)
Note the error term has been omitted. The subscript s rep-
resents the surface. These assumptions are better for XCO2
than for XCH4 as changes in tropopause height can also make
the a priori methane profile significantly different from the
true profile (Saad et al., 2014). Over this time at Caltech,
XHF averaged ∼ 50 ppt and γHF averaged ∼ 0.87, suggest-
ing an a priori tropopause height that is too low. Using the
β value from Saad et al. (2014) we estimate a 13 % differ-
ence in γHF due to tropopause height would cause about a
0.24 % change in γ CH4 (∼ 4 ppb), which is large enough that
Eq. (2) is not valid for XCH4 . We apply Eq. (2) to the XCO2
TCCON retrievals at the Caltech TCCON site, which leads
to an adjustment of 0.22+0.54−0.35 ppm (95% CI).
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Figure 7. Modulation efficiency and phase error for each of the
125HR instruments describe the ILS. Results are calculated from
HCl lines using LINEFIT 14.5 on monthly averages of internal lamp
spectra. For Caltech, 2 different months are shown and Park Falls-1
corresponds to August 2015 and Park Falls-2 corresponds to Octo-
ber 2015.
4.4 Effects of a non-ideal ILS
Imperfections in the ILS due to misalignment of the TCCON
FTSs can also cause site biases. At the sites described in this
study, weekly internal lamp measurements of the internal,
calibrated HCl cells (Hase et al., 2013) are collected from
the 125HR instruments. We use LINEFIT 14.5 (Hase et al.,
1999) software on HCl lines from monthly-averaged spectra
to characterize the ILS. For Park Falls spectra were averaged
before and after realignment. In Fig. 7 are the ME and phase
error (PE) with OPD. An ME not equal to 1 can indicate in-
strument misalignment, which may be from shear, angular,
or defocus misalignment.
Effects of different types of misalignment on ME are not
independent (Toon et al., 2016a). However, parameterizing
changes in ME with OPD can be used to assess effects on
Xgas retrievals (Griffith and Macatangay, 2010; Velazco et
al., 2016; Wunch et al., 2011, 2015). These previous studies
have found that each 1 % increase in ME at MOPD leads to a
decrease on the order of 0.04 % in XCO2 , though the change
does vary with SZA. For XCH4 , there is a decrease on the or-
der of 0.03–0.05 % for a 1 % increase in ME at MOPD. The
cause of the change in ME with OPD can, however, also sig-
nificantly influence results. For example, Wunch et al. (2015)
noted significantly different results for the same change in
ME when the cause is shear versus angular misalignment.
We estimate biases based on ME at MOPD values alone,
compared with AFRC. Based on the LINEFIT analysis of the
lamp spectra, we would expect a low XCO2 bias of 0.02 % for
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Caltech, a high bias of 0.05 % for Lamont, and a high bias
of 0.09 % for Park Falls (prior to realignment). The results
of our study are not consistent with this expectation. Only
Park Falls is consistently in the right direction with a bias of
∼ 0.18 % before realignment. After realignment, Park Falls
XCO2 was more in line with the other spectrometers, although
based on the ME at MOPD results alone there should have
been a change in the opposite direction. The Park Falls ILS
was much more symmetrical after realignment, as seen by the
PE curve in the lower panel of Fig. 7 being much closer to
zero. For XCH4 , both Park Falls and Lamont are biased in the
expected direction from Armstrong, and the Park Falls-1 bias
is ∼ 0.25 %. However, the Lamont bias is greater than ex-
pected from the single value parameterization. A more com-
plex parameterization of the ILS effect on Xgas (e.g., using
the full function of ME with OPD, accounting for SZA de-
pendence) might reduce the expected versus observed mis-
match.
The Xair parameter from GGG can be used as a diagnos-
tic for large misalignments, timing, and surface pressure er-
rors. Xair is calculated by dividing the sum of all non-water
molecules based on the surface pressure by the retrieved col-
umn of dry air based on column O2. Xair should be close to
1.0 and not vary, though empirically it is approximately 2%
lower due to spectroscopic errors for oxygen (Washenfelder
et al., 2006). Wunch et al. (2015) showed an increase of about
0.3 % in Xair for a 1% increase in ME at MOPD due to shear
misalignment, and the change due to angular misalignment
was < 0.03%. In Fig. 8 Xair is shown for all the sites. At
Park Falls Xair was approximately 0.979 before and 0.983
after alignment, which could correspond to an ME increase
of about 0.013 at MOPD from shear realignment. LINE-
FIT results actually show a decrease in ME at MOPD after
11 September 2015, but XCO2 and XCH4 decreased. Based
on Xair, XCO2 was expected to change by ∼ 0.2 ppm (com-
pared with ∼ 0.08 ppm) and XCH4 was expected to change
by 0.7–1.2 ppb (compared with ∼ 1.5 ppb). Residual differ-
ences may indicate measurement uncertainties.
4.5 Truncated 125HR interferograms comparisons
Retrievals from the 125HR and mFTS instruments are inher-
ently different due to the differences in resolution. By trun-
cating the longer 125HR interferograms to the same length
as those collected from the mFTS, similar-resolution spectra
are obtained. This likely eliminates most discrepancies be-
tween the different types of measurements, except for some
residual instrumental imperfections such as instrument mis-
alignment or ghosts. Truncation also reduces the effects of
ME variations due to the smaller MOPD. Truncation has
been performed in past studies comparing retrieved Xgas
from different-resolution spectrometers (Gisi et al., 2012;
Hedelius et al., 2016; Petri et al., 2012). This test provides lit-
tle new information if truncation changed all retrieved DMFs
in a uniform manner. However, past studies showed trun-
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Figure 8. TCCON Xair compared with mFTS Xair within ±2 h of
local noon. The differences are scaled by 1.001 to be centered about
zero. Xair can be used as a diagnostic for misalignments, timing, or
surface pressure errors.
Table 3. Mean differences pre- and post-adjustment for ±2 h of lo-
cal noon.
XCO2 AM AM+T AM+T+ Trunc
(ppm) AK
1
n
∑ |Md| 0.17 0.18 0.11 0.14
1
n
∑ |σ | 0.34 0.34 0.34 0.42
XCH4 (ppb)
1
n
∑ |Md| 1.1 1.1 1.2 1.7
1
n
∑ |σ | 1.9 1.8 1.8 1.8
cation does not necessarily affect all results the same way,
which makes this test imperative in diagnosing potential
causes of differences. It helps in determining which biases
likely arise from instrumental issues and which arise from
other issues such as errors in the forward model (e.g., from
temperature biases at different locations).
The results of the truncation test are shown Fig. 9, and
changes are most easily seen from the unscaled (open) points.
The sign of the change for XCO2 is inconsistent for the dif-
ferent sites. Previous studies also noted changes that were
negative (Petri et al., 2012), positive (Gisi et al., 2012), or
both (but with a preference towards negative; Hedelius et
al., 2016) when using lower-resolution spectra. For lower-
resolution spectra XCH4 increases, in agreement with previ-
ous studies (Hedelius et al., 2016; Petri et al., 2012).
4.6 Biases to overall median
The medians and standard deviations for data before and af-
ter considering differences in AKs, and surface temperature
are shown in Fig. 9. Though we have attempted to reduce
artificial diurnal variation between the different instruments
with the AM correction, there may still be some residual de-
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Figure 9. Medians and standard deviations of the TCCON data compared to the mFTS product after various adjustments. Line style represents
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. . .). Legend entries indicate what adjustments were applied to the data to make measurements from the different instrument types more
comparable. Open symbols did not have a scaling factor applied to center about zero. AM is air mass adjustment; T is temperature error
adjustment; AK is averaging kernel adjustment.
pendence with SZA. To reduce this dependence, which is
larger at higher SZAs, only data within ±2 h of local noon
are used. We use the Kruskal–Wallis one-way analysis of
variance test, which assumes ordinal but not necessarily nor-
mally distributed data (Kruskal and Wallis, 1952), and com-
pare data from each site to the median of data from all sites.
The null hypothesis of this test is the medians do not signif-
icantly differ. Line styles indicate the degree of significance
by the Kruskal–Wallis tests.
Pooled differences are listed in Table 3 for different ad-
justments. These are represented by the averages of the group
median differences, the overall median, and the average stan-
dard deviations. Park Falls TCCON data prior to realignment
of the spectrometer are omitted. The sum of the median dif-
ferences decreases for XCO2 after adjustments. However, this
is not true of XCH4 , which increases in variability after ad-
justment. Despite this overall increase for XCH4 , these adjust-
ments better reflect the intercomparability of the sites rather
than the intercomparability of measurements from differing
instruments. From Table 3, we estimate the average biases
of all sites compared to the median to be 0.03 % XCO2 and
0.08 % XCH4 .
4.7 Confidence intervals of the pairwise differences
We use the Critchlow–Fligner method to estimate simultane-
ous CI for the differences between all pairs of sites (Hollan-
der et al., 2014). The Critchlow–Fligner test is nonparamet-
ric so it is less sensitive to outliers and few assumptions are
needed about the distribution of the underlying population of
data. We use α = 0.05 to obtain 95 % confidence intervals of
the differences between sites. Results are presented in Fig. 10
in order of decreasing median difference and separated by
gas and adjustments. At the bottom are the ordering of the
sites.
This comparison suggests for XCO2 is lowest for Lamont
and highest for Park Falls-1 in both cases. There is a differ-
ence between the 2 different weeks at Caltech for unknown
reasons. The largest difference within a 95 % CI is 0.6 ppm
between Park Falls and Lamont; this difference is 1.0 ppm
for the truncation test. However, most mid-range values are
∼ 0.2 to 0.3 ppm.
For XCH4 , there was more of a change in site order be-
tween the two cases. For the truncation comparison the dif-
ferences are even greater than AM+T+AK comparison as
indicated in Table 3. The largest difference within a 95 % CI
is 4 ppb between Lamont and Caltech. For the truncation test
the largest difference is between Armstrong and Caltech and
is greater than 5 ppb. Mid-range values are 2–3 ppb.
5 Conclusions
We estimate the range of statistically significant site-to-site
bias amongst the sites as < 0.3 ppm for XCO2 and < 3 ppb for
XCH4 . These were determined by comparing TCCON data
with simultaneously collected data from co-located portable
spectrometers, which we have assumed to be internally pre-
cise over the duration of the campaign. This assumption is
supported by standard deviations of only 0.15 ppm for XCO2
and 1 ppb for XCH4 for the 10 min averaged differences be-
tween the two mFTS instruments over the campaign. Five
reasons Xgas could differ among instruments were consid-
ered: (1) differences in averaging kernels, (2) differences
in spurious air mass dependence from spectroscopy errors,
(3) the a priori profile (e.g., temperature profile), (4) error in
the measured surface pressure, and (5) instrument misalign-
ments. Of these, the last four can cause site-to-site biases in
the TCCON, and empirical adjustments to make the mFTS
and TCCON datasets more comparable were made to the first
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Figure 10. Pairwise 95 % CI of differences between sites. Differences for data within ±2 h local noon. Comparisons are ranked in order
of decreasing mean difference. For each species, plots are shown for (1) corrections for air mass, differences in temperature sensitivity
errors defining temperature errors layer by layer, and a reduction of the smoothing error from different averaging kernels; (2) differences
by comparing results from 125HR spectra with lowered resolutions. At the bottom are the site orderings. Lines between indicate when the
pairwise difference is first more than 0.
three. When the 125HR interferograms were truncated so the
spectra would be the same resolution as the mFTSs, differ-
ences from the first three inherently go away.
As the spectroscopy is improved, the data should have
smaller AM-dependent artifacts, though for now an empir-
ical correction is used for the TCCON (Wunch et al., 2011).
Updates to the retrieval algorithm to include line mixing may
also make the AM dependence more predictable (Hartmann
et al., 2009). The corrections based on T errors described
in Sect. 4.2 are for the differences in sensitivity to T error
between the mFTS and TCCON instruments and not for the
different T errors at each TCCON site. Large temperature er-
rors of +10 K from the surface through 850 hPa could cause
errors of 0.08 % in XCO2 and 0.11 % in XCH4 at an air mass
of 1.5. Biases due to a non-ideal ILS will be reduced in fu-
ture versions of the GGG retrieval algorithm. Biases in sur-
face pressure data can cause site biases but are expected be
less than 0.01 % in the current data revisions because sur-
face pressure data were standardized to the same traveling
standard. We recommend regular (∼ annual, depending on
the pressure sensor accuracy) comparisons of meteorologi-
cal pressure measured by on-site barometers with a universal
standard for those making similar column measurements.
Remaining differences are most likely from a combination
of other errors mentioned by Wunch et al. (2015), such as in-
strumental misalignment and Doppler shifting of solar lines
with respect to telluric lines. Some of these uncertainties will
be reduced in the next version of GGG. Other remaining dif-
ferences may be due in part to noise. Sufficiently large sam-
ple sizes should have helped reduce bias from noise, and the
15 min running standard deviations for TCCON were 0.11 %
XCO2 and 0.13 % XCH4 . Apparent differences between the
weeks at Caltech suggest we are near the precision limit of
our current methodology. Though we reduced the contribu-
tions of 1Xgas from different instruments, there may remain
additional contributions because of differences in resolution
(Petri et al., 2012).
United States TCCON site-to-site biases measured herein
are within the 2σXCO2 and XCH4 uncertainties stated by
Wunch et al. (2010). We suggest repeating this study com-
paring results from traveling spectrometers with those from
the stationary TCCON sites, especially when aircraft and
air-core data are not available to check for bias. Ideally re-
peat campaigns will include multiple traveling mFTS instru-
ments. Others may even consider taking three mFTS instru-
ments so if there is a change from one it would be noticeable
by comparing with the other two. When collocated, three or
more EM27/SUN instruments can easily be operated by just
one or two people. Multiple instruments also provide backup
in case problems arise with one and can increase the sig-
nal to noise ratio. As a backup strategy, one traveling mFTS
can be taken in the field and compared with an mFTS in-
strument left in a fixed location before and after the cam-
paign. This second strategy is acceptable when there are no
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instrumental issues, or if it is known when and how issues
affect Xgas measurements. This type of campaign can be re-
peated every few years, or with different sites (e.g., Sha et
al., 2016), or with different gases that can be measured with
an extended-band InGaAs detector with spectral filters (Hase
et al., 2016). Similar studies should, however, also consider
the current precision limits of these comparisons on various
timescales. We hope others will improve on our methodol-
ogy to estimate inter-site biases using portable spectrome-
ters. A sufficient number of aircraft profiles may also aide in
determining intercomparability. The NASA Atmospheric To-
mography Mission (ATom), for example, will conduct global
flights summer 2016 through spring 2018 and will include
profile measurements of CO2, CH4, CO, and N2O over many
of the TCCON sites (https://espo.nasa.gov/home/atom). Data
from ATom can be used to reevaluate TCCON uncertainties
in the next version of GGG.
Data availability. TCCON data are currently hosted on the CDIAC
and will also be available on the Caltech library data archive by the
end of the year (Iraci et al., 2014; Wennberg et al., 2014a, b, c).
Mobile FTS data are available upon request to the authors.
Competing interests. The authors declare that they have no conflict
of interest.
Acknowledgements. The MODIS Vegetation Indices products were
retrieved from the online Data Pool, courtesy of the NASA EOS-
DIS Land Processes Distributed Active Archive Center (LP DAAC),
USGS/Earth Resources Observation and Science (EROS) Center,
Sioux Falls, South Dakota (https://lpdaac.usgs.gov/node/843). The
nightlight data products (version 1 Nighttime VIIRS Day/Night
Band composites) are generated by the Earth Observation Group,
NOAA National Geophysical Data Center (http://ngdc.noaa.gov/
eog/viirs/download_monthly.html). Ancillary surface meteorologi-
cal data at Lamont were obtained from the Atmospheric Radiation
Measurement (ARM) Program sponsored by the US Department of
Energy, Office of Science, Office of Biological and Environmen-
tal Research, Climate and Environmental Sciences Division (Ky-
rouac and Holdridge, 1993). ERA-Interim data were supplied by
ECMWF (European Centre for Medium-Range Weather Forecasts;
http://www.ecmwf.int/). NAM12 (North American Mesoscale Fore-
cast System, 12 km) data are a product of NOAA (NCEI DSI 6173,
gov.noaa.ncdc: C00630).
There are numerous people we wish to thank: Gregor Surawicz
and Bruker Optics for assistance with the EM27/SUN firmware up-
date; Matthias Frey for helpful discussions; Matthaeus Kiel for dis-
cussions on the air-mass-dependent correction factor; Heidi Boyden
for her assistance at AFRC; Jeff Ayers for his on-site assistance at
Park Falls; ARM SGP site for accommodations and Patrick Dowell
and Kenneth Teske for their on-site assistance; Chris O’Dell for pro-
viding pTz profiles from MERRA-2 and GEOS5; and David Pollard
for analysis of unassimilated sonde profiles.
The authors gratefully acknowledge funding from the NASA
Carbon Cycle Science program (grant number NNX14AI60G) and
the Jet Propulsion Laboratory. Manvendra K. Dubey acknowl-
edges funding from the NASA-CMS program for field observa-
tions and from the LANL-LDRD for the acquisition of the LANL
EM27/SUN.
The authors thank the referees for their comments.
Edited by: J. Notholt
Reviewed by: F. Hase and one anonymous referee
References
Connor, B. J., Boesch, H., Toon, G., Sen, B., Miller, C., and Crisp,
D.: Orbiting Carbon Observatory: Inverse method and prospec-
tive error analysis, J. Geophys. Res.-Atmos., 113, D05305,
doi:10.1029/2006JD008336, 2008.
Deutscher, N. M., Griffith, D. W. T., Bryant, G. W., Wennberg, P.
O., Toon, G. C., Washenfelder, R. A., Keppel-Aleks, G., Wunch,
D., Yavin, Y., Allen, N. T., Blavier, J.-F., Jiménez, R., Daube,
B. C., Bright, A. V., Matross, D. M., Wofsy, S. C., and Park, S.:
Total column CO2 measurements at Darwin, Australia – site de-
scription and calibration against in situ aircraft profiles, Atmos.
Meas. Tech., 3, 947–958, doi:10.5194/amt-3-947-2010, 2010.
Didan, K.: MOD13C2 MODIS/Terra Vegetation Indices Monthly
L3 Global 0.05 Deg CMG V006, NASA EOSDIS Land Pro-
cesses DAAC, doi:10.5067/MODIS/MOD13C2.006, 2015.
Dils, B., Buchwitz, M., Reuter, M., Schneising, O., Boesch, H.,
Parker, R., Guerlet, S., Aben, I., Blumenstock, T., Burrows,
J. P., Butz, A., Deutscher, N. M., Frankenberg, C., Hase, F.,
Hasekamp, O. P., Heymann, J., De Mazière, M., Notholt, J., Suss-
mann, R., Warneke, T., Griffith, D., Sherlock, V., and Wunch,
D.: The Greenhouse Gas Climate Change Initiative (GHG–CCI):
comparative validation of GHG-CCI SCIAMACHY/ENVISAT
and TANSO-FTS/GOSAT CO2 and CH4 retrieval algorithm
products with measurements from the TCCON, Atmos. Meas.
Tech., 7, 1723–1744, doi:10.5194/amt-7-1723-2014, 2014.
Frey, M., Hase, F., Blumenstock, T., Groß, J., Kiel, M., Mengistu
Tsidu, G., Schäfer, K., Sha, M. K., and Orphal, J.: Calibration
and instrumental line shape characterization of a set of portable
FTIR spectrometers for detecting greenhouse gas emissions, At-
mos. Meas. Tech., 8, 3047–3057, doi:10.5194/amt-8-3047-2015,
2015.
Geibel, M. C., Messerschmidt, J., Gerbig, C., Blumenstock, T.,
Chen, H., Hase, F., Kolle, O., Lavric, J. V., Notholt, J., Palm,
M., Rettinger, M., Schmidt, M., Sussmann, R., Warneke, T.,
and Feist, D. G.: Calibration of column-averaged CH4 over Eu-
ropean TCCON FTS sites with airborne in-situ measurements,
Atmos. Chem. Phys., 12, 8763–8775, doi:10.5194/acp-12-8763-
2012, 2012.
Gisi, M., Hase, F., Dohe, S., Blumenstock, T., Simon, A., and
Keens, A.: XCO2 -measurements with a tabletop FTS using so-
lar absorption spectroscopy, Atmos. Meas. Tech., 5, 2969–2980,
doi:10.5194/amt-5-2969-2012, 2012.
Griffith, D. and Macatangay, R.: Xgas sensitivity to ILS, in: Annual
Joint NDACC-IRWG & TCCON Meeting, Wollongong, Aus-
tralia, 2–7 June 2010.
www.atmos-meas-tech.net/10/1481/2017/ Atmos. Meas. Tech., 10, 1481–1493, 2017
1492 J. K. Hedelius et al.: Intercomparability of TCCON XCO2 and XCH4
Hartmann, J.-M., Tran, H., and Toon, G. C.: Influence of line mix-
ing on the retrievals of atmospheric CO2 from spectra in the
1.6 and 2.1 µm regions, Atmos. Chem. Phys., 9, 7303–7312,
doi:10.5194/acp-9-7303-2009, 2009.
Hase, F., Blumenstock, T., and Paton-Walsh, C.: Analysis of the
instrumental line shape of high-resolution fourier transform IR
spectrometers with gas cell measurements and new retrieval soft-
ware, Appl. Opt., 38, 3417–3422, doi:10.1364/AO.38.003417,
1999.
Hase, F., Drouin, B. J., Roehl, C. M., Toon, G. C., Wennberg, P. O.,
Wunch, D., Blumenstock, T., Desmet, F., Feist, D. G., Heikkinen,
P., De Mazière, M., Rettinger, M., Robinson, J., Schneider, M.,
Sherlock, V., Sussmann, R., Té, Y., Warneke, T., and Weinzierl,
C.: Calibration of sealed HCl cells used for TCCON instrumen-
tal line shape monitoring, Atmos. Meas. Tech., 6, 3527–3537,
doi:10.5194/amt-6-3527-2013, 2013.
Hase, F., Frey, M., Kiel, M., Blumenstock, T., Harig, R., Keens,
A., and Orphal, J.: Addition of a channel for XCO observations
to a portable FTIR spectrometer for greenhouse gas measure-
ments, Atmos. Meas. Tech., 9, 2303–2313, doi:10.5194/amt-9-
2303-2016, 2016.
Hedelius, J. K., Viatte, C., Wunch, D., Roehl, C. M., Toon, G. C.,
Chen, J., Jones, T., Wofsy, S. C., Franklin, J. E., Parker, H.,
Dubey, M. K., and Wennberg, P. O.: Assessment of errors and
biases in retrievals of XCO2 , XCH4 , XCO, and XN2O from a
0.5 cm−1 resolution solar-viewing spectrometer, Atmos. Meas.
Tech., 9, 3527–3546, doi:10.5194/amt-9-3527-2016, 2016.
Hollander, M., A. Wolfe, D., and Chicken, E.: Nonparametric Sta-
tistical Methods, 3 Edn., edited by: Balding, D. J., Cressie, N. A.
C., Fitzmaurice, G. M., Goldstein, H., Johnstone, I. M., Molen-
berghs, G., Scott, D. W., Smith, A. F. M., Tsay, R. S., and Weis-
berg, S., John Wiley & Sons, Inc., Hoboken, NJ, USA, 2014.
Iraci, L., Podolske, J., Hillyard, P., Roehl, C., Wennberg, P. O.,
Blavier, J.-F., Landeros, J., Allen, N., Wunch, D., Zavaleta,
J., Quigley, E., Osterman, G., Albertson, R., Dunwoody, K.,
and Boyden, H.: TCCON data from Armstrong Flight Re-
search Center, Edwards, CA, USA, Release GGG2014R1,
doi:10.14291/tccon.ggg2014.edwards01.R1/1255068, 2014.
Kalnay, E., Kanamitsu, M., Kistler, R., Collins, W., Deaven, D.,
Gandin, L., Iredell, S., Saha, S., White, G., Woollen, J., Zhu,
Y., Chelliah, M., Ebisuzaki, W., Higgins, W., Janowiak, J., Mo,
K. C., Ropelewski, C., Wang, J., Leetmaa, A., Reynolds, R.,
Jenne, R. and Joseph, D.: The NCEP/NCAR 40-Year Reanalysis
Project, B. Am. Meteorol. Soc., 77, 437–471, doi:10.1175/1520-
0477(1996)077<0437:TNYRP>2.0.CO;2, 1996.
Kiel, M., Wunch, D., Wennberg, P. O., Toon, G. C., Hase, F., and
Blumenstock, T.: Improved retrieval of gas abundances from
near-infrared solar FTIR spectra measured at the Karlsruhe TC-
CON station, Atmos. Meas. Tech., 9, 669–682, doi:10.5194/amt-
9-669-2016, 2016.
Klappenbach, F., Bertleff, M., Kostinek, J., Hase, F., Blumenstock,
T., Agusti-Panareda, A., Razinger, M., and Butz, A.: Accurate
mobile remote sensing of XCO2 and XCH4 latitudinal transects
from aboard a research vessel, Atmos. Meas. Tech., 8, 5023–
5038, doi:10.5194/amt-8-5023-2015, 2015.
Kruskal, W. H. and Wallis, A.: Use of Ranks in One-
Criterion Variance Analysis, J. Am. Stat. Assoc., 47, 583–621,
doi:10.1080/01621459.1952.10483441, 1952.
Kulawik, S., Wunch, D., O’Dell, C., Frankenberg, C., Reuter, M.,
Oda, T., Chevallier, F., Sherlock, V., Buchwitz, M., Osterman, G.,
Miller, C. E., Wennberg, P. O., Griffith, D., Morino, I., Dubey,
M. K., Deutscher, N. M., Notholt, J., Hase, F., Warneke, T.,
Sussmann, R., Robinson, J., Strong, K., Schneider, M., De Maz-
ière, M., Shiomi, K., Feist, D. G., Iraci, L. T., and Wolf, J.:
Consistent evaluation of ACOS-GOSAT, BESD-SCIAMACHY,
CarbonTracker, and MACC through comparisons to TCCON,
Atmos. Meas. Tech., 9, 683–709, doi:10.5194/amt-9-683-2016,
2016.
Kyrouac, J. and Holdridge, D.: Atmospheric Radiation Measure-
ment (ARM) Climate Research Facility: updated hourly. Surface
Meteorological Instrumentation (MET), 2014-08-10 to 2016-04-
25, 36.605 N 97.485 W: Southern Great Plains (SGP) Lamont,
OK (Extended) (E13), compiled by: Kyrouac, J. and Holdridge,
D., Atmospheric Radiation Measurement (ARM) Climate Re-
search Facility Data Archive: Oak Ridge, Tennessee, USA,
doi:10.5439/1025220, 1993.
Messerschmidt, J., Macatangay, R., Notholt, J., Petri, C., Warneke,
T.. and Weinzierl, C.: Side by side measurements of CO2 by
ground-based Fourier transform spectrometry (FTS), Tellus B,
62, 749–758, doi:10.1111/j.1600-0889.2010.00491.x, 2010.
Messerschmidt, J., Geibel, M. C., Blumenstock, T., Chen, H.,
Deutscher, N. M., Engel, A., Feist, D. G., Gerbig, C., Gisi,
M., Hase, F., Katrynski, K., Kolle, O., Lavric, J. V., Notholt,
J., Palm, M., Ramonet, M., Rettinger, M., Schmidt, M., Suss-
mann, R., Toon, G. C., Truong, F., Warneke, T., Wennberg, P.
O., Wunch, D., and Xueref-Remy, I.: Calibration of TCCON
column-averaged CO2: the first aircraft campaign over Euro-
pean TCCON sites, Atmos. Chem. Phys., 11, 10765–10777,
doi:10.5194/acp-11-10765-2011, 2011.
Nguyen, H., Osterman, G., Wunch, D., O’Dell, C., Mandrake, L.,
Wennberg, P., Fisher, B., and Castano, R.: A method for colocat-
ing satellite XCO2 data to ground-based data and its application
to ACOS-GOSAT and TCCON, Atmos. Meas. Tech., 7, 2631–
2644, doi:10.5194/amt-7-2631-2014, 2014.
Petri, C., Warneke, T., Jones, N., Ridder, T., Messerschmidt, J.,
Weinzierl, T., Geibel, M., and Notholt, J.: Remote sensing of
CO2 and CH4 using solar absorption spectrometry with a low
resolution spectrometer, Atmos. Meas. Tech., 5, 1627–1635,
doi:10.5194/amt-5-1627-2012, 2012.
Parker, H. A., Hedelius, J., Viatte, C.,Wunch, D.,Wennberg, P. O.,
Chen, J., Wofsy, S., Jones, T., Franklin, J., Dubey, M. K., Roehl,
C. M., Podolske, J. R., Hillyard, P. W., and Iraci, L. T.: Compact
Solar Spectrometer Column CO2, and CH4 Observations: Per-
formance Evaluation at Multiple North American TCCON Sites,
in: American Geophysical Union Fall Meeting, San Francisco,
California, 14–18 December, Abstract ID: GC11B-1030, 2015.
Rodgers, C. D. and Connor, B. J.: Intercomparison of re-
mote sounding instruments, J. Geophys. Res., 108, 4116,
doi:10.1029/2002JD002299, 2003.
Saad, K. M., Wunch, D., Toon, G. C., Bernath, P., Boone, C., Con-
nor, B., Deutscher, N. M., Griffith, D. W. T., Kivi, R., Notholt,
J., Roehl, C., Schneider, M., Sherlock, V., and Wennberg, P. O.:
Derivation of tropospheric methane from TCCON CH4 and HF
total column observations, Atmos. Meas. Tech., 7, 2907–2918,
doi:10.5194/amt-7-2907-2014, 2014.
Sha, M. K., De Mazière, M., Metzger, J.-M., Cammas, J.-P., Frey,
M., Kiel, M., and Hase, F.: The use of the portable EM27/SUN
Atmos. Meas. Tech., 10, 1481–1493, 2017 www.atmos-meas-tech.net/10/1481/2017/
J. K. Hedelius et al.: Intercomparability of TCCON XCO2 and XCH4 1493
FTIR spectrometer as a travel standard for the TCCON, in: An-
nual Joint NDACC-IRWG & TCCON Meeting, Jeju, South Ko-
rea, 1–2 June 2016.
Toon, G. C., Blavier, J.-F., Wennberg, P. O., and Roehl, C.: ILS
Modeling, in: Annual Joint NDACC-IRWG & TCCON Meeting,
Jeju, South Korea, 1–2 June, 2016a.
Toon, G. C., Wunch, D., Wennberg, P. O., and Arnold, S.: Post-
Facto Temperature Correction, in: Annual Joint NDACC-IRWG
& TCCON Meeting, Jeju, South Korea, 1–2 June 2016b.
Velazco, V. A., Griffith, D. W. T., Deutscher, N. M., and Morino, I.:
NIES-FTS Container Retrieval Report, in: TCCON Teleconfer-
ence, 13 September 2016.
Washenfelder, R. A., Toon, G. C., Blavier, J.-F., Yang, Z., Allen,
N. T., Wennberg, P. O., Vay, S. A., Matross, D. M., and
Daube, B. C.: Carbon dioxide column abundances at the Wis-
consin Tall Tower site, J. Geophys. Res.-Atmos., 111, D22305,
doi:10.1029/2006JD007154, 2006.
Wennberg, P. O., Wunch, D., Roehl, C., Blavier, J.-F., Toon, G.
C., and Allen, N.: TCCON data from California Institute of
Technology, Pasadena, California, USA, Release GGG2014R1,
doi:10.14291/tccon.ggg2014.pasadena01.R1/1182415, 2014a.
Wennberg, P. O., Wunch, D., Roehl, C., Blavier, J.-
F., Toon, G. C., Allen, N., Dowell, P., Teske, K.,
Martin, C., and Martin, J.: TCCON data from
Lamont, Oklahoma, USA, Release GGG2014R1,
doi:10.14291/tccon.ggg2014.lamont01.R1/1255070, 2014b.
Wennberg, P. O., Roehl, C., Wunch, D., Toon, G.
C., Blavier, J.-F., Washenfelder, R., Keppel-Aleks,
G., Allen, N., and Ayers, J.: TCCON data from
Park Falls, Wisconsin, USA, Release GGG2014R0,
doi:10.14291/tccon.ggg2014.parkfalls01.R0/1149161, 2014c.
Wunch, D., Wennberg, P. O., Toon, G. C., Keppel-Aleks, G.,
and Yavin, Y. G.: Emissions of greenhouse gases from a
North American megacity, Geophys. Res. Lett., 36, L15810,
doi:10.1029/2009GL039825, 2009.
Wunch, D., Toon, G. C., Wennberg, P. O., Wofsy, S. C., Stephens,
B. B., Fischer, M. L., Uchino, O., Abshire, J. B., Bernath, P., Bi-
raud, S. C., Blavier, J.-F. L., Boone, C., Bowman, K. P., Browell,
E. V., Campos, T., Connor, B. J., Daube, B. C., Deutscher, N.
M., Diao, M., Elkins, J. W., Gerbig, C., Gottlieb, E., Griffith, D.
W. T., Hurst, D. F., Jiménez, R., Keppel-Aleks, G., Kort, E. A.,
Macatangay, R., Machida, T., Matsueda, H., Moore, F., Morino,
I., Park, S., Robinson, J., Roehl, C. M., Sawa, Y., Sherlock, V.,
Sweeney, C., Tanaka, T., and Zondlo, M. A.: Calibration of the
Total Carbon Column Observing Network using aircraft pro-
file data, Atmos. Meas. Tech., 3, 1351–1362, doi:10.5194/amt-
3-1351-2010, 2010.
Wunch, D., Wennberg, P. O., Toon, G. C., Connor, B. J., Fisher,
B., Osterman, G. B., Frankenberg, C., Mandrake, L., O’Dell,
C., Ahonen, P., Biraud, S. C., Castano, R., Cressie, N., Crisp,
D., Deutscher, N. M., Eldering, A., Fisher, M. L., Griffith, D.
W. T., Gunson, M., Heikkinen, P., Keppel-Aleks, G., Kyrö, E.,
Lindenmaier, R., Macatangay, R., Mendonca, J., Messerschmidt,
J., Miller, C. E., Morino, I., Notholt, J., Oyafuso, F. A., Ret-
tinger, M., Robinson, J., Roehl, C. M., Salawitch, R. J., Sher-
lock, V., Strong, K., Sussmann, R., Tanaka, T., Thompson, D. R.,
Uchino, O., Warneke, T., and Wofsy, S. C.: A method for eval-
uating bias in global measurements of CO2 total columns from
space, Atmos. Chem. Phys., 11, 12317–12337, doi:10.5194/acp-
11-12317-2011, 2011a.
Wunch, D., Toon, G. C., Blavier, J.-F. L., Washenfelder, R.
A., Notholt, J., Connor, B. J., Griffith, D. W. T., Sher-
lock, V,. and Wennberg, P. O.: The Total Carbon Column
Observing Network, Philos. T. R. Soc. A, 369, 2087–2112,
doi:10.1098/rsta.2010.0240, 2011b.
Wunch, D., Toon, G. C., Sherlock, V., Deutscher, N. M., Liu,
C., Feist, D. G., and Wennberg, P. O.: The Total Carbon
Column Observing Network’s GGG2014 Data Version, 43,
doi:10.14291/tccon.ggg2014.documentation.R0/1221662, 2015.
Wunch, D., Toon, G. C., Hedelius, J. K., Vizenor, N., Roehl, C.
M., Saad, K. M., Blavier, J.-F. L., Blake, D. R., and Wennberg,
P. O.: Quantifying the loss of processed natural gas within Cal-
ifornia’s South Coast Air Basin using long-term measurements
of ethane and methane, Atmos. Chem. Phys., 16, 14091–14105,
doi:10.5194/acp-16-14091-2016, 2016.
www.atmos-meas-tech.net/10/1481/2017/ Atmos. Meas. Tech., 10, 1481–1493, 2017
